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INTRODUCTION 

A sample of gallia/calria/silica glass was lost from the levita- 
tion "well" of the single-axis acoustic system in the SPAR VI sounding 
rocket flight [1]. Observation of the flight film indicated that an 
instability may have developed in the levitation well. It has been 
hypothesized that the acoustic field may have induced a radial resonant 
condition sufficient to disrupt the levitation well when the processing 
chamber reached certain temperatures. A partial simulation of this 
phenomenon was performed by varying the dimensions of a processing 
chamber at room temperature In order to simulate the temperature vari- 
ation effect on the wavelength of sound in the processing medium. At 
certain wall separations a resonance condition was established and the 
effect on the levitation well noted, 

APPARATUS 

The experimental apparatus is shown schematically in Figure 1. 

A St. Clair sound generator with a stepped driver of 3.5 cm head diameter 
is used as the acoustic source. A levitation node is formed by inter- 
fering the sound field with a 2.0 cm2 reflector. Measurements 
taken with B&K sound pressure equipment included axial sound pressure 
distributions between driver and reflector for resonance and anti- 
resonance conditions as shown in Figure 2 (a,b). The sound pressure 
was measured radially from the common levitation node to the wall of 
the processing chamber. The walls were positioned at three different 
separations corresponding to possible resonance conditions of 3, 4, and 
5 times the wavelength of the axial sound pressure distribution (A = 
2.256 cm), as shown in Figures 3 (a,b,c) and 4 (a,b,c). The dimensions 
include the actual dimensions of the SPAR VI processing chamber 
(10.8 cm X 10.8 cm x 11.4 cm) [2]. Also, any fluctuations of the sound 
pressure level in the levitation node resulting in instabilities in a 
sample being levitated were noted as the wall separation of the process- 
ing chamber was constantly varied. 

AXIAL SOUND FIELD 


In the resonance condition the levitation node is one quarter of 
a wavelength below the reflector. This is verified by the data in 
Figure 2a. If the reflector is moved by one quarter of a wavelength to 
the antiresonance condition, the worst case of a typical off-reson?nce 
condition, the levitation node is also located one quarter of a wavelength 



below the reflector. This is confirmed by the data in Figure 2b. These 
figures indicate that for typical resonance and typical nonresonance 
conditions a strong interference well is formed one quarter of a wave- 
length below the reflector. It should be noted that this is the levita- 
tion well used in the SPAR VI single-axis acoustic furnace. 

RADIAL SOUND FIELD AND WALL RESONANCES 

It was observed that as the wall separation was varied from a 
separation of 3, 4, and 5 times the wavelength of the axial sound field, 
the radial sound field remained virtually undisturbed [see Fig. 3 (a,b,c) 
for typical results]. It was also observed that as the wall separation 
wa*: varied constantly, no fluctuation in sound pressure occurred in the 
interference node, and no unusual instabilities occurred in a sample 
being levitated in the node. It may be deduced that this type of 
single-axis sound source does not generate strong wall resonances. 
Another factor contributing to the absence of strong wall resonances is 
that there is minimal sound reflection at the walls because the high- 
temperature zirconia has a high absorption coefficient (as; 0.7) [3].^ 

CONCLUSIONS 


This experiment was a partial simulation of the phenomena occurr- 
ing in high-temperature, acoustic suspension furnaces. It was hypothe- 
sized that at certain temperatures strong resonances could be generated 
between the walls. The data show that varying the transverse wall 
separation by 3, 4, and 5 times the wavelength of the axial sound 
field appeared to have no effect on the levitation node i nediately 
under the reflector. Based on these experiments and results from other 
high-temperature investigations, these resonances, if indeed they do 
exist, do not appear sufficiently intense to disrupt the levitation 
wells of high-temperature, single-axis acoustic processing chambers. 


1. Approximation derived from Table XIII of Reference 3; for example, 
glass (a = 0.2). 


2 



p S' 



3 









wo ~ aoNVisia ivixv 


4 




0.0 1.0 2.0 3.0 4.0 S.O 6.0 


RADIAL DISTANCE FROM CENTERLINE OF DRIVER "CM 


A. RELATIVE SOUND LEVEL VERSUS RADIAL DISTANCE FOR A WALL 
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Figure 3. Relative sound level versus radial 
distance in antiresonance case. 
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